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ABSTRACT 

This paper presents the combined use of selective 

hydrophobic patterns and on-chip pressure generation for 

injection, pumping, mixing, and positioning of discrete sample 

drops in a microfabricated chemical analysis device. The device 

consisting of a glass substrate bonded to a silicon/quartz 

substrate has been fabricated and tested. Specfic regions of the 

etched microchannel network are selectively patterned to be 

hydrophobic. These hydrophobic regions are used to control the 

location of liquid inside the microchannel network. Precise 

nanoliter-volume liquid samples are split-off and moved by 

heating air trapped in microfabricated chambers. Discrete 

sample drops of the order of 35 nl have been injected, moved, 

mixed and positioned in the device. This device demonstrates a 

simple valveless technique for performing microfluidic 

operations without the use of mechanical moving parts. 

Keywords: Discrete Drop, Injection, Pumping, Hydrophobic 

Patterns, On-chip Pressure. 

INTRODUCTION 

Injection, motion, and positioning of discrete drops is  

crucial in microfabricated chemical analysis systems [ 1, 2]. 

The mixing, reaction, and separation steps performed in these 

systems require precise volumes of liquid samples to be 

accurately moved and positioned in the micro-channel network 

[1,2]. Although mechanical valves and pumps have been 

reported in literature [3,4], combinations of these have been 

mostly used for pumping continuous liquid samples. Discrete 

pumping of liquid samples has been shown using 

thermocapillary pumping [2] and using air pressure regulated 

by external pneumatic valves [1,5]. In our earlier work, we have 

shown splitting of a nanoliter-volume discrete drop using 

external air pressures and selective hydrophobic patches in  

microchannels [5]. We also demonstrated the on-chip 

generation of air pressure required for drop splitting [5]. In this 
paper, we will show the use of selective hydrophobic patterns 
and on-chip pressure generation to perform the microfluidic 
operations of discrete drop injection, motion, mixing and 
positioning. 

Typical microfluidic operations in microfabricated 

chemical analysis systems involve injection of liquid samples 

and reagents into microchannels. The liquid samples are mixed 

and moved to the "reaction" stage of the device. After 

performing a reaction, the liquid sample drop is then moved to  

the next stage of the device for detection and analysis of the 

reaction products. Figure 1 shows the schematic of such a device 

which consists of a microchannel network with specific regions 

selectively patterned hydrophobic. The device comprises two 

main channels merging into one with appropriate overflow 

channels and vents intersecting the main channel. During 

operation, liquid placed at the inlet gets drawn into the channel 

by capillary action and stops at the hydrophobic patch. After 

positioning the liquid samples, definite-sized discrete drops are 

split-off by use of external pressure supplied through 

hydrophobic air lines. The volume of each drop is defined by the 

channel cross-sectional area and the distance from the splitting 

air line to the hydrophobic interface. The two drops merge at the 

y-intersection and are positioned beyond the hydrophobic vent.

The drop may be moved again by use of air pressures after

closing the vent.
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Figure 1. Schematic of a device to perform injection, mixing 

and positioning of discrete liquid samples. The microchannel 

network contains hydrophobic patches for stopping the liquid. 

Hydrophobic air lines are also used for pumping discrete drops 

and the vents are used for positioning the drops. (a): Water 
placed at the inlet gets drawn into the microchannel and i s  

stopped a t  the hydrophobic interface. (b): Pressurizing the air 

lines splits off two discrete sample drops, merges them and 

positions them beyond the hydrophobic vent. 

The pressure required for splitting and moving of 

discrete drops can also be generated by heating air trapped i n  
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strategically located microfabricated chambers. We have 
demonstrated the use of on-chip pressure generation for the 
injection of a single drop [5]. Figure 2 shows the schematic of 
a device similar to Figure I with an added ability to generate the 
required air pressure on-chip. Air chambers are connected to the 

main channel through the splitting channel and heaters �aced 
beneath the chamber heat the air inside the chamber to increase 
the air pressure. This heating, in effect, splits off two discrete 
sample drops and moves them. The two drops are then mixed at 
the y-intersection and positioned beyond the hydrophobic vent. 
Cooling the air chamber slowly allows air to flow from outside 
and re-establish atmospheric pressure inside the chamber. The 

discrete drop may then be moved again by reheating the air 
chambers after having closed the vent line. 
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Figure 2. Schematic of a device to perform microfluidic 
operations using air chambers for on-chip pressure generation. 

(a): Liquid samples placed at the inlet stop at the hydrophobic 
patches. (b ): Actuation of the heaters increases the temperature, 
and hence pressure, inside the chamber. The subsequent air 
expansion splits off two discrete sample drops, mixes them at 
the y-intersection and positions the combined drop beyond the 
hydrophobic vent. 

MODELING 

The ability of an air chamber to maintain a certain 
gauge pressure will depend on the chamber volume. The air 
chamber volume and the heat required to achieve specific 

pressures can be estimated by modeling the dynamics of the air 
flowing out of a heated air chamber (Figure 3a). The chamber is 
maintained at room temperature initially. At time t = 0, heat is 

supplied to raise the temperature (and pressure) of air in the 
chamber and induce convective air flow out of the chamber. 

The heat and mass balance equations are solved after 
making some simplifying assumptions that include [6]: the gas 
is assumed to be ideal; the power supplied heats only the air 
inside the chamber; there are no entrance and exit effects in the 
flow of gas; the pressure and temperature is uniform inside the 
chamber; and, the flow rate of air maintained in the channel is 
proportional to the pressure drop. Chambers �hould be able to 

generate a few inches of water and maintain this pressure during 
the time of operation (a few seconds) in order to move a drop. 

. From the modeling results (Figure 3), chamber volumes of the 
order of 0.1 mm3 should be sufficient. 
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Figure 3.(a). Diagram of a chamber connected to a channel. 
Heat supplied to the chamber causes the air inside to expand and 
thus provide the pressure drop required for discrete drop motion; 

(b ): Gauge pressure versus time for different chamber volumes 
for constant power (2 µW) and flow proportionality constant 
(1000 inch water.sl(mm3

)); (c):Temperature profiles obtained 
inside the chamber under the same conditions as 3(b). 
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DEVICE FABRICATION 

The device consists of a glass top contammg etched 

chambers bonded to a silicon or quartz substrate containing 

metal resistive heaters and resistive temperature detectors. The 

fabrication steps have been described earlier [5]. For these 

experiments, the device has been patterned hydrophobic using 

a self assembled monolayer of 1H,1H,2H,2H-perfluorodecyltri­

chlorosilane (FDTS) [7]. Figure 4 and 5 shows the diagram and 

cross section of the device respectively. 

Glass Chip 

Inlet 

Hydrophobic Patch 

Heater 

Figure 4. Diagram of the fabricated device which consists of a 

glass chip bonded to a Silicon/Quartz chip. Channels and 

chambers are etched onto the glass side. The heaters and 

Resistive Temperature Detectors (RTD) are fabricated on the 

silicon/quartz chip. 

Hydrophobic Surface 
(SAM of FDTS) 

Ti/Pt 200/300 A 

LTO (0.4µm) 

Silicon oxide (lµm) 

Figure 5. Cross-section of the fabricated device shown in 

Figure 4. 

RESULTS AND DISCUSSIONS 

Use of External Air Pressure 

Figure 6 shows photographs of the device described 

earlier in Figure I. It has a glass cap bonded to a silicon chip. 

The microchannels etched onto glass have a cross-section of 

500 µm by 30 µm. Water placed at the inlet by a sequencing 

pipet (Sigma, least count 0.5 µl) was drawn in and stopped at the 

hydrophobic patches. The excess water filled the overflow 

channel but avoided the hydrophobic air lines. The air Jines 

were then pressurized (a few inches of water) causing two 

discrete-sized drops (-100 nl each) to split off and merge at the 

y-intersection and get positioned beyond the air vent. The

discrete drop could be moved further by closing the air vent.

(a) (b) 

Figure 6. Demonstration of injection, motion mixing, and 

positinoning of discrete drops by the use of external air 

pressure. (a): Water placed at the inlets stops at the 

hydrophobic interfaces. (b): Two discrete sized drops (-100 nl 

each) split off and mix at the channel intersection. 

On-Chip Air Pressure Generation 

Figure 7 shows the device fabricated to perform 

microfluidic operations by generating the air pressures on-chip. 

We have performed experiments with chamber volumes ranging 

from 0.1 mm3 to 0.4 mm3
• The main channel has a dimension of 

300 µm by 30 µm. The channels between the splitting channel 

and the inlet holes is narrowed down to a cross-section of 100 

µm by 30 µm so that the pressure generated by the air chamber 

is directed towards the left of the chamber. 

0 

0 
Ill 

Figure 7. Photograph of the fabricated device. the chamber 

has a volume of 0.4 mm3
• 

Figure 8 shows photographs and schematics of the 

microfluidic operations performed. Water placed at the inlet 

holes stop at the hydrophobic patches. The metal heaters 

beneath the air chambers have a resistance of 50-56 ohms. 

Actuating the heaters with 4 volts causes the temperature and 

hence the pressure inside the chambers to rise. As a result, two 

drops (- 35 nl each) are split off and moved beyond the 

hydrophobic patches. The drops merge and stop just beyond the 

hydrophobic vent. The air flowing out of the chambers flows 

out through the vent and ceases to push the drops further. The 

two drops moved a distance of 5 mm each in 8 seconds. The 

voltage applied to the heaters is then gradually reduced to zero 

in 4 seconds. This causes the temperature inside the chamber to  
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gradually reach room temperature and thereby avoiding a sharp 
drop in the pressure inside the chamber. Some microfluidic 
operations such as a thermal reaction may be performed before 
the discrete drop is moved again in the micro-channel. The vent 

channel is then filled with water and the heaters actuated again 
to push the discrete drop further down the channel. • 

Water 

(a) 

(b) 

(c) 

(d) 

Figure 8. Schematic and photograph of the device in  
operation. (a): Water placed at the inlet holes are stopped at the 

hydrophobic patches; (b) On actuating the heaters beneath the 
air chambers, two discrete liquid drops (~35 nl each) split off; 
(c). 4 seconds after the heaters are turned on; (d). The mixed 
drop is positioned beyond the hydrophobic vent. 

SUMMARY 

We have demonstrated the use of selective 
hydrophobic patterns inside microfabrifcated channel networks 

to control the movement of liquid samples. The air pressure 

required for drop splitting and motion has been generated by 
heating air trapped in  chambers. A device has been fabricated 

which is used to split precisely-controlled nanoliter-volumes of 
different liquid samples, mix them and stop at a predetermined 
location. The mixed sample drop is further moved to another 
location by reheating the chambers after closing the vent with 
water. 
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